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MATTSON GENESIS FT.IR OPERATING INSTRUCTIONS

L Con*rol pornel should oppeor on lhe screen. lf ll doesn't, press lhe '4*li.on. See diogrom below'

2. Click opllons in ihe control ponel.
o. click IOAD MEIIIQD
b. click tmp.ini ihett OK
c. circr opfions

3. Wiih,notl',r1g in the somple comportmenl, click Bockgr6und in the Conlrol Ponel.

o. press ihe green scon butlon in ihe Control Ponel
' b. click OK in the Reody for Bockground Scon box

c. click OK for litle.

4. Ploce somple in ihe somple comporimeni.
o. click scon in lhe Conlrol Ponel
b. click OK in the Reody for Scmple Scon window
c. type in whot you wont for o tltle when prompied ond then OK

5. Doio will oppeor. filling ihe eniire windorv'
o. press ctrl p ---the peok picking window oppeqrs
b. click OK
c. o r-ed box oppeors ol the top of the computer screen instructing to pick 2 polnls for

fhreshold. Do NOT Press OK.

d. put the poinler in the doio window neor lhe left Y oxis of o height below which oll lhe
peoks will be picked. pick o second point neor ihe righi side Y oxis ond click for second
point.

e. The Peok Reporl window will oppeor. Click X in lhe upper right corner of ihe window to

exit.
f. The peoks should ollbe lobeled.
g. ln ihe doto oreo, righi click the mouse twice. A new window, DATA AREA oppeors'

6. Cnong* lhe volue ior Botfom, so oll peok numbers show, i.e. -10' Click OK. You moy

hove to repeol this siep until oll lhe peok numbers show.
i. Press t7, click PLOT, click Done'

I

i,

j. Click the

k. Click ihe

DO NgI e>:it ihe WInFIRST window'

icon in ihe tool bor to erose you speclrum"

icon so the instrument is reody for ihe nexi user.
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